Safety Precautions
1. The device features a freely rotating seat, so
will not be suitable for persons who require a
fixed seating position.
2. The device is only suitable as a seat. Under no
circumstances should anybody stand on the seat.
3. Make certain that the height adjusting push
buttons fully protrude through the same
respective hole of each leg extension. This will
ensure that the leg extensions are securely
locked in position and an even height is
achieved.
4. Check the rubber tips on the leg extensions for
rips, wear or if they are missing. Immediately
replace if any of these imperfections exist.
5. All four leg extensions with rubber tips MUST
touch the floor simultaneously at all times.

Height Adjustable
Swivel Seat

Warranty Details
Your Drive branded product is warranted to be free of
defects in materials and workmanship for one year
from date of purchase. In the event of a defect
covered by this warranty, we will at our option supply
parts or replace the device.
This warranty does not cover device failure due to
owner misuse or negligence, or normal wear and tear.
The warranty does not extend to non-durable
components, such as rubber accessories, castors and
grips, which are subject to normal wear and need
periodic replacement.

Drive Medical Ltd
Ainley’s Industrial Estate, Elland,
West Yorkshire, GB HX5 9JP
www.drivemedical.co.uk

If you have any queries or require full warranty
conditions, please contact your Drive stockist.
This does not affect your statutory rights.

www.drivemedical.co.uk
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Step 2.
Add leg section
(B) over section
(A), and secure
the leg section (B)
using 2 grey
handscrews with
a metal washer
and plastic
washer.
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Step 3.
Attach the blue
handwheel and
metal washer (F)
in to the centre of
the frame to
secure the frame.

A: Leg Section A (x 1)
B: Leg Section B (x 1)
C: Rotating Seat (x 1)
D: Height Adjustable Legs (x 4)
E: Grey Handscrew with metal and plastic washers (x 4)
F: Blue Handscrew with metal washer (x 1)

Step 1.
Place the Seat (C)
upsidedown, and
secure the leg
section (A) using
2 grey
handscrews with
a metal washer
and plastic
washer.
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Step 4.
If required insert the legs
(D) on to the frame whilst
pressing the brass push
button on the frame.
Press the brass push
button to allow the leg to
move then position until
it locks at the correct
height. Repeat for the
other 3 legs, ensuring
that all legs are set to the
same height.

